Instruction For Use BOENMED®

Mercury Free Thermometer

Cat. No. C923101 - C923106

Instruction Manual C€o123

IMPORTANT: Read this instruction manual carefully before use the product, and keep it in

a convenient location for easy consultation.
According to EN 12470-1: 2000+A1: 2009

Device description

The Mercury Free Clinical Thermomeler is enclosed-scale metallic liquid-in-glass thermometer that consists of
temperature sensoring liquid, a glass tube (called a capillary), a scale card and a glass shell. The temperature sensoring
liguid is gallium-based alloy (Gallium, Indium and Tin) contained in the glass tube; the scale card is fixed on the inner
wall of the glass shell; the glass tube is at the center of the glass shell. The device works on the principle of thermal
expansion of substances. The temperature range is 35°C~42°C.

Clinical benefits
Measure the temperature of human.
Galinstan is completely non-toxic and environment-friendly.

Performance characteristics
Temperature measurement range: 35°C~42°C
Accuracy: +0.1°C/-0.15°C

Contents
1 ea. Mercury Free Clinical Thermometer
1ea. Plastic case for packing clinical thermometer

Indications for use
The Mercury Free Clinical Thermometer is used for body temperature measureme nt under armpit.

Contraindications
+ Damaged skin

Cautions and Warnings
« Avoid dropping and hitting the glass thermometer.
A + Do not twist or bite the tip of the glass thermometer.
+ The glass thermometer should be placed away from the reach of children.
+ The measurement of infants, minors, and disabled persons should be used under the supervision and
guidance of medical staff or adults.
+« After the glass tube of the glass thermometer jacket is damaged, it cannot be used to avoid the risk of injury.
Notice to the user/patient
Please be noticed that, any serious incident that has occurred in relation to the device should be reported to the
manufacturer and the competent authority of the Member State in which the user and/or patient is established.
Cleaning
Use 75% alcohol to disinfect and clean the glass thermometer before and after each use.
Disposal
If the thermometer is damaged or leaked, use a brush, paper towel or gauze dipped in soapy water to remove the spilled
liquid, and the broken glass fragments can be treated as household garbage.
Direction for use
(1) Before measuring the body temperature, check that the liquid column of the glass thermometer is below 36°C.
(2) Use 75% alcohol to disinfect and clean the glass thermometer before and after each use.
(3) According to the measurement method, place the thermometer on the corresponding body part for measurement.
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thermometer glass capillary on the temperature scale shows the measured temperature of the human body.

shake the liguid column in the glass capillary below 36°C.

Maintenance

(1) Before using the thermometer, make sure that the glass jacket is tightly sealed. When measuring, please be
especially careful to avoid damaging the glass case.

(2) Use 75% alcohol to disinfect and clean the glass thermometer before and after each use.

(3) After use, it should be put into the equipped hard plastic tube in time to avoid damage during storage.

Usage, Storage and Transportation conditions

should not exceed 80%, and there should be no corrosive gas. Good ventilation is required indoors.

Explanation of Symbols

(4) It takes B minutes for the thermometer to accurately measure the body temperature, and then slowly rotate the
thermometer back and forth to get an accurate reading; the measurement of the measuring liquid column in the

(5) After the measurement is completed, the measuring liquid must be returned to the temperature-sensitive bubble of
the thermometer. You need to firmly hold the upper end of the thermometer, shake your wrist down for 5-12 times, and

The ambient temperature should not be lower than 0°C or higher than 42°C, the air should be dry, the relative humidity

Medical device

Do not use if package is damaged and consult instructions for use

Caution

Consult instructions for use
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Temperature limit

32

Humidity limitation

'.%ﬁ“ Keep away from sunlight
Keep dry
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Manufacturer

o 5N Bl R

Authorized representative in the European Community / European Union

C

m
=
—
]
3

CE mark acc. Regulation (EU) 2017/745 by Notified Body 0123
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